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반응성 형질세포와 악성 형질세포 감별을 위한 형질세포
선별튜브의 유용성 평가
Utility of Plasma Cell Screening Tube Kit to Differentiate Neoplastic Plasma Cells from
Reactive Plasma Cells
방해인·최태윤
Hae In Bang, M.D., Tae Youn Choi, M.D.
순천향대학교 부속 서울병원 진단검사의학과
Department of Laboratory Medicine, Soonchunhyang University Seoul Hospital, Seoul, Korea

Flow cytometry is a powerful tool for analysis of hematologic malignancies, that provides rapid, quantitative, and multiparametric analysis of heterogeneous cell populations, but requires standardization because of complexities in panel design and interpretation. Here, we compared the
Plasma Cell Screening Tube (PCST) kit (Cytognos, Spain) in conjunction with EuroFlow antibody panels for standardization of flow cytometry to a
conventional method for diagnosis of plasma cell dyscrasias. Thirty-nine bone marrow samples and one peripheral blood sample from 40 patients
were tested. Thirty-three patients were diagnosed with multiple myeloma (MM), and seven were in a reactive state. In PCST implementation, eight
antibodies were used for staining, including anti-CD45-Pacific Blue, anti-CD19-PECy7, anti-CD138-OC515, anti-CD38-FITC, anti-CD56-PE, anti-β2microglobulin-PerCPCy5.5, anti-kappa-APC, and anti-lambda-APC-C750. Plasma cells were initially identified using CD38 and CD138; thereafter,
CD38+, CD138+ gated cells were analyzed for CD56, CD19, CD45, cytoplasmic kappa, cytoplasmic lambda, and β2-microglobulin. Conventional
flow cytometry was performed with six monoclonal antibodies, including anti-CD56-FITC, anti-kappa-FITC, anti-CD19-PE, anti-lambda-PE, antiCD138-PECy5, and anti-CD45-PECy7 (Beckman Coulter, USA). Monoclonal plasma cells with cytoplasmic light-chain restriction were detected in 30
of 33 (90.9%) MM cases by conventional methods, and 32 of 33 (97.0%) MM cases with the PCST method. No differences were noted between
PCST and the conventional method in immunophenotyping and plasma cell percentages (P = 0.323). Among plasma cells, levels (%) were significantly higher by the PCST approach than those in the conventional method (97.6% vs 95.8%, P = 0.010). PCST exhibited better performance for
plasma cell dyscrasias diagnosis, and could improve laboratory efficiency and quality.
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Flow cytometry is being used increasingly in clinical hematol-

ficult to standardize [1]. For development and standardization of

ogy to establish diagnosis, prognostic classification, and evalua-

flow cytometry, the EuroFlow Consortium was formed in 2005,

tion of treatment effectiveness of hematologic neoplasms. How-

and the EuroFlow project was initiated in 2006 [1]. Currently Cy-

ever, flow cytometry is highly dependent on expertise, and is dif-

tognos, Inc. (Salamanca, Spain) provides several EuroFlow prod-
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ucts, such as multiple myeloma (MM) minimal residual disease
(MRD) kits, lymphoid screening tube (LST), acute leukemia orientation tube (ALOT), and plasma cell screening tube (PCST) kits
[2]. The PCST kit is a pre-mixed combination of 8 conjugated antibodies designed for identification and quantitation of plasma
cells. Additionally, it can also discriminate between normal polyclonal plasma cells versus aberrant monoclonal plasma cells [2].
As there are no prior reports in the literature regarding the PCST
kit designed by Cytognos used with the EuroFlow panel, herein
we have described our experience with the PCST kit, comparing
it to a conventional 4-color, 2-tube method for analysis of plasma
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cell dyscrasias.

conjugated antibodies for surface staining were Pacific Blue-con-

In total, 40 patients were tested in this study from December

jugated anti-CD45, PECy7-conjugated anti-CD19, OC515-conjugated

2017 to June 2019, of which 33 were newly diagnosed with MM

anti-CD138, FITC-conjugated anti-CD38, PE-conjugated anti-CD56,

and the remaining 7 were in the reactive state. Diagnosis of MM

and PerCPCy5.5-conjugated anti-β2-microglobulin (Cytognos).

was based on the International Myeloma Working Group (IMWG)

Fluorochrome-conjugated antibodies for cytoplasmic staining

criteria. Reactive plasmacytosis was defined as a level of bone

were APC-conjugated anti-kappa, and APC-C750-conjugated anti-

marrow (BM) plasma cells > 3.0%, without any evidence of a

lambda (Cytognos). Both are present in the pre-mixed antibody

plasma cell disorder. Thirty-nine BM samples and one peripheral

cocktail in the PCST kit. 50 μL of the sample and 30 μL of the sur-

blood (PB) sample were analyzed. Five hundred cells in BM aspi-

face staining reagent were added to each tube, and PBS with 1.0%

rate smears and two hundred cells in PB smears were counted for

bovine serum albumin was added to a final volume of 100 μL per

differentials. This study was approved by the Institutional Review

tube. Incubation for 30 minutes was conducted at room tempera-

Board of Soonchunhyang University Hospital, Seoul (IRB 2018-

ture in the dark. After washing, Reagent A (fixative solution; Nor-

01-001). Conventional 4-color, 2-tube analysis was performed us-

dic-MUbio BV, Susteren, Netherlands) was added and incubated

ing monoclonal antibodies against CD56, CD19, CD138, and CD45

for 15 minutes, washed with PBS, then reagent B (permeabilizing

for surface staining, and using kappa, and lambda monoclonal

solution; Nordic-MUbio) was added. Next, 10 μL of the pre-mixed

antibodies for cytoplasmic staining [3]. White blood cell counts

vial intracellular antibodies was added and incubated for 15 min-

6

were adjusted to 3 × 10 /mL. For the surface staining tube, 100 μL

utes. After washing with PBS, data acquisition for 150,000 nucle-

of the washed specimens was incubated with 10 μL of each of the

ated cells was performed using the Navios flow cytometer; subse-

monoclonal antibodies for 20 minuts at room temperature in the

quent analyses were performed using Kaluza. Plasma cells were

dark. Four monoclonal antibodies were used for flow cytometric

initially identified using CD38 and CD138, following which,

immunophenotyping: fluorescein isothiocyanate (FITC)-conju-

CD38+, CD138+ gated cells were analyzed for CD56, CD19, CD45,

gated anti-CD56; phycoerythrin (PE)-conjugated anti-CD19; PE-

cytoplasmic kappa, cytoplasmic lambda, and β2-microglobulin

cyanine 5.1 (PECy5)-conjugated anti-CD138; and PE-Cyanine 7

(Fig. 1B). Data were entered into SPSS v.22 (SPSS Inc., Chicago, IL,

(PECy7)-conjugated anti-CD45 (Beckman Coulter, Miami, FL, USA).

USA) and analyzed. To determine the correlation of each method,

VersaLyse lysing solution (Beckman Coulter) was added to the

generalized estimating equation (GEE) and the Spearman’s rank

tube, vortexed immediately for 10 sec, and then incubated for 10

correlation tests were performed.

min at room temperature in the dark. For cytoplasmic staining

Among the 33 MM cases, conventional methods could detect

tube, 50 μL of the washed samples was stained with PECy5-anti-

the abnormal immunophenotypes of plasma cells with light-chain

CD138 and PECy7-anti-CD45, and then incubated for 20 minutes

restriction in 30 cases (90.9%). However, the PCST method was

at room temperature in the dark. Thereafter, an IntraPrep proce-

able to detect abnormal immunophenotypes in 32 cases (97.0%).

dure was performed. Then, FITC-anti-kappa and PE-anti-lambda

In the single remaining case, malignant plasma cells were not iden-

(Beckman Coulter) were added and incubated for 20 minutes at

tified by either conventional or PCST methods. Therefore, there

room temperature in the dark. Acquisition of 250,000 nucleated

were three cases in which malignant plasma cells could not be

cells was performed using a BC Navios flow cytometer (Beckman

detected by conventional methods; these cases are shown in Fig.

Coulter), and subsequent analyses were performed using Kaluza

2. In case A, gated plasma cells comprised 1.13% by PCST and

(v.1.3, Beckman Coulter). Plasma cells were initially identified us-

0.72% by conventional methods. Although the detected plasma

ing CD138 and side scatter, and CD138+ gated cells were ana-

cell (%) levels were lower by conventional methods, surface anti-

lyzed for CD56, CD19, CD45, and cytoplasmic kappa and lambda

gens such as CD19 and CD56 could be analyzed. However, it was

(Fig. 1A).

difficult to analyze cytoplasmic light-chain restriction due to the

In the PCST method, the Beckman Coulter Navios flow cytom-

poor intracellular staining observed in the conventional method.

eter setup and fluorescence compensation settings were performed

In Case B, sufficient plasma cells were present in the sample, but

according to the manufacturer’s instructions [4]. Fluorochrome-

cytometric gating could not be performed in the conventional
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A-1

A-2

B

Fig. 1. Representative example of flow cytometric immunophenotyping using two methods to distinguish between neoplastic plasma cells and reactive plasma cells in a patient with multiple myeloma. (A) Conventional 4-color, 2 tube method. Plasma cells were gated with CD138+ and low
side scatter, and were distinguished as neoplastic cells (CD56+/CD19-/CD138+/CD45-) and reactive plasma cells (CD56-/CD19+/CD138+/CD45+) in
a first tube (A-1). Cytoplasmic light-chain restriction was analyzed in a second tube (A-2). (B) Plasma Cell Separation Tube (PCST) method. Plasma
cells were gated for CD38+ and CD138+ and analyzed for CD56, CD19, CD45, cytoplasmic kappa, cytoplasmic lambda, and β2-microglobulin in
one tube.
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A-1

A-2

B-1

B-2

Fig. 2. Flow cytometry analysis of three cases in which we were not able to detect malignant plasma cells using the conventional method (A-1,
B-1, C-1: Plasma Cell Separation Tube (PCST) method; A-2, B-2, C-2: Conventional method). (A) The first case was a 56-year-old female patient
who was diagnosed with kidney amyloidosis, and then diagnosed with multiple myeloma (MM) because of IgM-λ type monoclonal gammopathy
(M protein: 0.02 g/dL), with increased plasma cells in bone marrow aspirates (27% of all the nucleated cells, ANCs). Immunophenotyping of plasma
cells was CD19-CD56+CD45-/dim+. PCST was able to identify cytoplasmic lambda light-chain restriction. However, the conventional method failed
to do so. (B) The second case was a 59-year-old female patient who was admitted with left flank pain. She was diagnosed as MM because of IgD-λ
type monoclonal gammopathy (M protein: 0.51 g/dL) with increased plasma cells in bone marrow aspirates (35% of ANCs). Using flow cytometry
analysis, plasma cells were found to represent 7.67% of ANCs, and 99.21% of these presented CD19-CD56dim+CD45-/dim+ immunophenotypes,
whereas it was difficult to gate plasma cells by the conventional method, which prevented accurate analysis.
(Continued to the next page)
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C-1

C-2

Fig. 2. (Continued) (C) The third case was a 72-year-old female patient who was diagnosed with MM because of biclonal gammopathy, IgG-κ and
IgG-λ (M protein: 2.03 g/dL), with increased plasma cells in bone marrow aspirates (22% of ANCs). Malignant plasma cells showed normal immunophenotypes, CD19+ CD56- CD45+. Therefore, malignant plasma cells could not be detected with either PCST or conventional methods. Additionally, cytoplasmic light-chain restriction could not be observed because of biclonal gammopathy composed of two different types of light-chains, κ
and λ.

method without CD38 staining. In case C, malignant plasma cells

mined using PCST and conventional methods were 97.6% [95.7-

were not found because they displayed normal immunopheno-

99.4%] and 95.8% [92.8-98.8%]. Mean fluorescent intensity (MFI)

types, such as CD19+, CD56-, and CD45+. Additionally, light-chain

values for β2-microglobulin were not correlated with β2-microglo-

restriction could not be observed because the patient had biclonal

bulin concentrations identified by radioimmunoassay (the Spear-

gammopathy involving IgG-κ and IgG–λ types.

man’s rank correlation coefficient = 0.09, P = 0.648).

Among the 37 cases, with an exception of the three cases pre-

Among our 33 MM cases, there was only one patient in which

senting discrepant results, there were no differences in terms of

light-chain restriction could be confirmed by the PCST method,

immunophenotyping results. Mean values [95% confidential inter-

but not by the conventional method. It could be assumed that this

val, CI] of plasma cell numbers (%) detected by PCST and conven-

difference between the two methods arose due to the differing

tional methods were 14.7% [8.9-20.6%] and 16.0% [9.0-23.0%], re-

composition of assay reagents and the testing procedures involved.

spectively. The plasma cell (%) levels identified by the PCST method

This could represent an example of the importance of using vali-

were 1.3% lower than by the conventional method, but there was no

dated reagents and kits. Percentages of plasma cells determined

significant difference between the two methods (GEE, P = 0.323).

by both methods were significantly lower than those determined

The plasma cell (%) numbers detected by the two methods were

by manual differential counts. The lower percentage of plasma

significantly lower than those identified by manual differential

cells determined by flow cytometry compared to morphology

counts (GEE, P < 0.001). Compared to manual differential counts,

may be due to the provision of a blood-diluted sample, or a sam-

plasma cell (%) abundance using PCST was 22.1% lower, and the

ple of liquid BM [5, 6]. MFI values of β2-microglobulin were not

conventional method was 20.9% lower. Among plasma cells, de-

correlated with β2-microglobulin concentrations determined by

tection of abnormal plasma cell (%) levels was significantly higher

radioimmunoassay. β2-microglobulin levels identified by flow

by PCST than that by the conventional method (GEE, P = 0.010).

cytometry reflect the amount of β2-microglobulin on the cell sur-

Mean values [95% CI] of abnormal plasma cell (%) levels deter-

face. Further study will be needed to determine how the amount
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of β2-microglubulin on the cell surface is related to patient prog-

요 약

nosis in MM.
There have been many studies regarding the identification and

유세포 분석은 다양한 세포 군집을 분석하는 데에 빠르고 정량

characterization of plasma cells by flow cytometry [7-13]. In 2008,

적이며 다변수 분석 결과를 제공하기 때문에 혈액종양 질환을 분

the European Myeloma Network (EMN) reported reaching a con-

석하는데 강력한 도구이다. 하지만 패널 구성과 데이터 분석 및 해

sensus involving multiparametric flow cytometry in MM and re-

석의 복잡성 때문에 표준화가 필요하다. 저자들은 형질세포질환

lated disorders. The minimal test antigens for classification of ab-

을 진단하는 데에 있어 기존방법과 유세포분석의 표준화를 위하

normal plasma cells are CD19 and CD56. Assessment of cytoplas-

여 EuroFlow와 협력하여 개발된 plasma cell screening tube (PCST)

mic κ/λ expression by flow cytometry is important to demonstrate

키트(Cytognos, Spain)를 비교, 분석하였다. 40명의 환자들로부터

clonality at presentation [14]. The Cytognos PCST kit contains an-

얻어진 39개의 골수와 한 개의 말초혈액을 검사하였다. 이 중 33명

tibodies against essential markers such as CD19, CD56, Igκ, and

은 형질세포골수종으로 진단받았고 7명은 염증반응으로 확인되

Igλ. The major advantage of this PCST kit is the use of multiple

었다. PCST는 Pacific Blue-conjugated anti-CD45, PECy7-conju-

colors in one tube, and thus, it can recognize multiple antigens si-

gated anti-CD19, OC515-conjugated anti-CD138, FITC-conjugated

multaneously. For example, when abnormal plasma cells are mixed

anti-CD38, PE-conjugated anti-CD56, PerCPCy5.5-conjugated anti-

with normal plasma cells and analyzed using the PCST kit, cyto-

β2-microglobulin, APC-conjugated anti-kappa, APC-C750-conju-

plasmic light-chain restriction can be analyzed only in abnormal

gated anti-lambda의 8개의 항체를 사용한다. CD38과 CD138을

plasma cells [2]. The PCST kit contains premixed reagent combi-

사용하여 형질세포를 게이팅한 후, CD56, CD19, CD45, cytoplas-

nations with 8 conjugated antibodies, with instructions regarding

mic kappa, cytoplasmic lambda, β2-microglobulin을 분석하였다.

the device, and compensation settings. Therefore, a variety of lab-

기존 검사실 방법은 anti-CD56-FITC, anti-kappa-FITC, anti-CD19-

oratories use it for convenience and with ease. The PCST kit can

PE, anti-lambda-PE, anti-CD138-PECy5, anti-CD45-PECy7 (Beck-

be used to test PB samples, as well as BM samples [2]. Among 40

man Coulter, USA)의 6개의 항체를 사용하여 검사를 시행하였다.

samples in our study, there was one PB sample from a patient

기존 검사실 방법에서는 형질세포골수종 33건 중 30건(90.9%),

who was diagnosed with plasma cell leukemia. Although only

PCST 방법에서는 33건 중 32건(97.0%)에서 단클론성 형질세포 및

this single case was tested using a PB sample, there were no dif-

세포질 경쇄 제한을 확인하였다. 면역표현형과 형질세포비율에 있

ferences in the MFI of the target population cells compared to the

어 PCST와 기존 검사의 두 방법 사이에 차이는 없었다(P = 0.323).

results for other BM samples. The presence of clonal circulating

형질세포 중, 비정상 면역표현형을 보이는 형질세포의 비율은 PCST

plasma cells is an indicator of high risk of disease development in

에서 기존 검사보다 더 높았다(97.6% vs 95.8%, P = 0.010). PCST는

newly diagnosed MM patients [15, 16]. Therefore, prognostic eval-

형질세포질환의 면역표현형을 분석하는데 더 우수한 결과를 보였

uation of MM patients, when needed, as well as diagnosis of plasma

고 검사실의 효율과 질향상에 도움이 될 것으로 생각된다.

cell leukemia, can be undertaken using PCST.
Multi-color analysis in a single tube is a powerful advantage of
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